Abstract
Photomultiplier tubes (PMTs) are widely used in astroparticle physics experiments to detect light flashes (e.g. fluorescence or Cherenkov light) from extensive air showers (EASs) initiated by statistically rare very high energy cosmic particles when travelling through the atmosphere. Their high amplification factor (gain) allows the detection of very low photon fluxes down to single photons. At the same time this sensitivity causes the gain and signal-to-noise ratio to decrease with collected charge over the lifetime of the PMT (referred to as “ageing”). To avoid fast ageing, many experiments limit the PMT operation to reasonably low night sky background (NSB) conditions. However, in order to collect more event statistics at the highest energies, it is desirable to extend the measurement cycle into (part of) nights with higher NSB levels. In case the signal-to-noise ratio remains large enough to allow for the reconstruction of EAS events, lowering the PMT gain in such conditions can be an option to avoid faster ageing. In this paper, performance studies under high NSB with Photonis XP3062 PMTs, as used in the fluorescence detector of the Pierre Auger Observatory, are presented. The results suggest that lowering the PMT gain by a factor of 10 while increasing the NSB level by a similar factor does not significantly affect the PMT performance and ageing behaviour so that detection and offline reconstruction of EASs are still possible. Adjusting the PMT gain according to a changing NSB level throughout a night has been shown to be possible and it follows a predictable behaviour. This allows to extend the measurement cycles of experiments, based on PMTs of type Photonis XP3062 or comparable and exposed to the NSB, to enhance the sensitivity especially at the highest energies where events are very rare.

Keywords: Photomultiplier tubes, gain, increased night sky background, ageing

1. Introduction
Due to their high sensitivity in detecting low photon fluxes (down to the single photon level), vacuum photomultiplier tubes (PMTs) are widely used in particle and astroparticle physics experiments [1], e.g. in cameras observing atmospheric fluorescence or Cherenkov light. One of the quantities specifying the operation point of a PMT is its gain $G$ (ratio between cathode and anode current). Since it depends on the high voltage (HV) $U$ applied to the divider network for the individual amplification stages (dynodes), with

$$G \propto U^\alpha$$

and $\alpha$ being a PMT dependent parameter, it can be adjusted according to specific use cases. A decrease in PMT gain and signal-to-noise ratio is observed when they are exposed to a high continuous (background) light while being powered. This effect is referred to as ageing affecting the PMT lifetime which depends on the total amount of accumulated charge on the PMT anode\(^3\). To avoid fast ageing, in most experiments where PMTs are exposed to night sky background (NSB), the PMT operation is limited to reasonably clear and dark nights which significantly reduces the duty cycle. However, extending the duty cycle is highly desirable for experiments suffering from low event statistics. This could be achieved by observing at higher background light conditions with a reduced PMT gain. For experiments exposed to NSB, this means extending the measurements into nights with a higher moon fraction or into twilight. Such an approach is already investigated and followed by some PMT-based experiments like MAGIC [2] and VERITAS [3] where $\gamma$-ray observations are performed also under bright moonlight up to three times the NSB of a dark extragalactic field (as in case of VERITAS [4]) increasing the duty cycle by a factor of $\sim2$ (as in case of MAGIC [5]). A similar idea has been proposed for the fluorescence detector (FD) of the Pierre Auger Observatory [6] where the duty cycle could be increased by about 50%, from a current observation period of 15% to 21% (reduc-
The PMT test stand was designed to investigate the ageing and performance of the FD PMTs at lower gains being a factor 10 lower than nominal. Conditions (2) and (3) are assessed in this paper.

Measurements to characterise the ageing of the FD PMTs were already executed in the past showing (1) long-term gain drops depending on the total accumulated anode charge with half-lives of 200 C or less and (2) short-term gain shifts depending on the level of illumination and time a PMT was not exposed to a continuous background light [8]. However, all investigations were performed at an initial gain of $G = 50,000$ (referred to as “nominal FD gain”). The influence of a lower initial gain on the ageing process and on the performance of the Photonis XP3062 PMTs (referred to hereinafter as “FD PMTs”) to light flashes as expected from atmospheric fluorescence or Cherenkov light of EASs, and consist of eight linear-focused dynodes. The bi-alkali photocathode is grounded (referred to as positive polarity) to reduce the risk of dust deposition from the ground (when used in the FD) due to electrostatics and to avoid insulating the tube from its surroundings. A capacitor is used to isolate the measuring circuits from the HV, i.e. the readout is AC-coupled. In such a case, the DC anode current being proportional to the NSB level $f_{NSB}$ cannot be measured directly. An indirect method based on Poisson statistics using the signal baseline variance of the measured waveform $\sigma^2$ can be used instead. The relation between $f_{NSB}$ and $\sigma^2$ for nominal FD gain is given by (derived from [12, 13])

$$\frac{f_{NSB}}{\text{MHz}} = \frac{2}{m^2 \text{ deg}^2} \frac{\Omega}{T} \sigma^2 \text{ADC}^2 \approx 7.6 \frac{\sigma^2}{\text{ADC}^2},$$

using the FD aperture $A$ of $\sim3.8 \text{ m}^2$, the PMT solid angle $\Omega$ of $\sim2.0 \text{ deg}^2$, and the total optical transmission of the FD system $T$ of $\sim0.5$. At the same time, it holds that

$$f_{NSB} = \frac{I_A}{\rho e G},$$

where $e$ is the elementary charge, $I_A$ the anode current, $\rho$ the quantum efficiency, and $G$ the gain of the PMT. Using the nominal FD gain and the quantum efficiency $\rho$ of $\sim29\%$ at 375 nm [14], this results in

$$\frac{f_{NSB}}{\text{MHz}} \approx 423.2 \frac{I_A}{\mu A}.$$  

The test stand contains a manually rotatable wheel (see Fig.2b) to mount seven PMTs together so that all have the same radial distance to the optical axis. Kapton foil and Mu-metal tubes are used for electromagnetic shielding to reduce noise pick-up from other electromagnetic sources in the lab and to reduce position sensitivity in the geomagnetic field. Furthermore, UV-VIS neutral density (ND) filters with different optical densities can be mounted in front of a single PMT to reduce the light flux if necessary.

The light source consists of an Ulbricht sphere (see Fig. 2c) from Labsphere, model 3P-GPS-053-SL, and of light-emitting diodes (LEDs) from Roithner LaserTechnik GmbH, type UVLED 370-110E, with peak wavelengths measured to lie around 374 nm at room temperature. The LEDs are soldered to a circuit board mounted to the input port of the Ulbricht sphere (see Fig. 2d). They can be used either as a continuous DC light source, driven by a source measurement unit (SMU) to emulate...
the NSB, or as a pulsed light source driven by a custom flasher board, or as a pulsed light source driven by a custom flasher board, producing pulses with settable width of 2 – 20 µs length to emulate fluorescence light from EASs and on-site calibration runs. The flasher board is adapted from the one originally designed for FD calibration measurements with an airborne and remotely controlled light source [15]. A Schott MUG-6 UV bandpass filter, absorbing most parts of the NSB with wavelength >400 nm, is mounted in front of the output port of the Ulbricht sphere. The distance between the light source and PMT wheel (97.5 cm) was chosen based on an optimisation of light uniformity and intensity of continuous and flashed light at the PMT wheel. As reported by the manufacturer of the Ulbricht sphere, no deviation from uniformity could be measured at the PMT positions, i.e. at a radial distance of 13 cm from the optical axis (defined by the line between the Ulbricht sphere output port and the PMT wheel centre). The light flux, measured at the PMT positions, can be set in the range of 10 and 2000 photons/50 ns (0.2 – 40 GHz) for the continuous background light and in the range of 1.5×10⁵ and 4.5×10⁶ photons for a 14 µs light flash.

Silicon photodiodes of Hamamatsu model S2281-01 are used to monitor the continuous background light during measurements and for calibration purposes of the flasher and the LEDs. Four mounting positions (labelled as a, b, c and d in Fig. 1) were defined. To be able to determine absolute light fluxes, the photodiodes themselves were cross-calibrated with an NIST (US National Institute of Standards and Technology) calibrated photodiode.

Other devices shown in Fig. 1 are units for measurement control and data read-out:

- a Voltcraft laboratory power supply PS-2403D for powering the head electronics of the PMTs,
- a C.A.E.N. HV system SY127 for HV supply of the PMTs,
- an uninterrupted power supply (UPS),
- a HEAT (High-Elevation Auger Telescope [16]) data acquisition crate providing full waveform read-out with 20 MHz sampling and 12 bit resolution,
- two HP 8112 trigger units to trigger the HEAT data acquisition crate and the flasher board.

5 The same type of filter is used at the FD aperture.
A pulse in the waveform is being identified in case in
n
2

µ

the pulse area as charge extraction mechanism. Because of a

In the analysis, the anode charge and gain was determined using

stability.

devices were calibrated and tested on their functionality and

namic range, nominal HV determination, etc.) and all other

measurements were interrupted by breaks of dif

erent lengths.

the LED for continuous illumination,

• a Keithley picoammeter 6485 for accurate measurements

of the photodiode currents,

• several temperature sensors of type DS18B20 for temper-

ature monitoring, and

• a desktop PC for test stand control and data storage.

Before being used in the ageing and performance measure-

ments, the PMTs were characterised (gain-HV dependence, dy-

amic range, nominal HV determination, etc.) and all other
devices were calibrated and tested on their functionality and

stability.

In the analysis, the anode charge and gain was determined using

the pulse area as charge extraction mechanism. Because of a

measured time jitter of the flasher pulse in the order of 1.5–

2 µs (30 to 40 bins in PMT the readout) between consecutive
events, the pulse position in the waveform has to be determined
first. A pulse in the waveform is being identified in case in n
consecutive time bins


where \( A_{ADC} \) is the signal amplitude per time bin in ADC counts,

\( A_{ADC} \) the mean signal amplitude of the trace in the time bins before

the pulse, \( \sigma_{ADC} \), the standard deviation of the baseline, and

n defined by the programmed flasher pulse length. The sam-

ples are then integrated in a given time window determined by

the programmed flasher pulse length taking into account PMT

afterpulsing and correcting for the baseline skew due to the

high-pass filter in the signal chain. Furthermore, the variance

of the PMT signal baseline was computed and recorded for ev-

every event to monitor its change as a function of background

light level and gain.

3. Ageing of photomultipliers at lower gain

To study the PMT ageing in a reasonable amount of time, a

factor \( \sim 40 \) higher background light level than under nominal

conditions was used, inducing an anode current of 40 µA – the

limit up to which the PMT response was measured to be linear.

The initial gain of the PMTs used for ageing measurement and

mounted in the wheel and the ND filters mounted in front of

them were matched to each other. This means that assuming

similar ageing behaviour all PMTs were expected to accumu-
late approximately the same amount of anode charge during the

time of the measurement. To investigate also the response of the

PMTs to periods with HV and background light being off, the

measurements were interrupted by breaks of different lengths.

The length of those breaks and of the illumination periods are

given in Tab. 1. The response of the PMTs was monitored using

a set of 50 pulsed light flashes with a frequency of 1 Hz emit-
ted every 10 minutes. The ratio \( r_G \) of the extracted charge at

measurement \( n \) and the first measurement is calculated to track

the gain decrease with accumulated anode charge \( Q_A \). \( Q_A \) is
calculated for each measurement \( n \) and PMT using

• the LED photon flux \( \Phi \), at the PMT window, measured

by the photodiode at position d (cf. Fig. 1) and taking into

account the ND filter attenuation,

• the PMT quantum efficiency \( \rho \), assumed to be the same for

each PMT and constant over time,

• the initial gain \( G_0 \),

<table>
<thead>
<tr>
<th>Period</th>
<th>Data point colour in Fig.3</th>
<th>( t_{DC} ) (d)</th>
<th>( t_{break} ) (d)</th>
</tr>
</thead>
<tbody>
<tr>
<td>1</td>
<td>blue</td>
<td>6.60</td>
<td>1.08</td>
</tr>
<tr>
<td>2</td>
<td>orange</td>
<td>5.50</td>
<td>0.16</td>
</tr>
<tr>
<td>3</td>
<td>green</td>
<td>3.50</td>
<td>2.25</td>
</tr>
<tr>
<td>4</td>
<td>red</td>
<td>5.00</td>
<td>3.80</td>
</tr>
<tr>
<td>5</td>
<td>pink</td>
<td>3.25</td>
<td>3.80</td>
</tr>
<tr>
<td>6</td>
<td>brown</td>
<td>3.25</td>
<td></td>
</tr>
</tbody>
</table>

Table 1: Duration of the six different periods in the ageing measurements de-
scribed in the text. The period index, the length of the period the continuous
background (DC) light was switched on (\( t_{DC} \)), and the length of the break fol-
lowing a measurement (\( t_{break} \)), both in units of days (d), are recorded in the
table.
The gain decrease is determined by $r_G$.

- the gain decrease determined by $r_G$.
- the integration time $\Delta t = t_n - t_0$ of the photodiode measurement, and
- the elementary charge $e$.

This leads to

$$Q_A = \int_{t_0}^{t_n} r_G(t) G_0 e \Phi_{\gamma} \, dt. \quad (6)$$

Previous PMT ageing investigations with a nominal initial gain of $G_0 = 50 000$ found that the gain decrease follows an exponential function

$$f(Q_A) = A \exp \left( - \ln 2 \frac{Q_A}{Q_{1/2}} \right) \quad (7)$$

characterised by the half-life $Q_{1/2}$ (cf. [8]). Fig. 3 shows the gain decrease over the six periods for four different PMTs with different initial gains as function of the accumulated anode charge as well as three exponentials with different half-lives for each PMT. Although all four PMTs used in the measurements were spare PMTs and had only been used in qualification with a negligible contribution to the accumulated anode charge, the starting point of three of them is not at 0 C (see Tab. 2): PMTs 41249 and 45398 ran through unstable conditions in the first period and PMT 38427 additionally also in the second period. Those measurements were excluded from the analysis and the starting point for those PMTs was assumed to be of the order of the accumulated anode charge of PMT 32504 at the beginning of the second and third period, respectively.

It can be observed that

- PMT 32504 shows a similar significant gain increase as observed in previous measurements at nominal initial gain (cf. [8]), referred to as initial ageing. The increase is about 10% up to an accumulated anode charge of $Q_A \sim 15$ C,
- similar to previous tests (cf. [8]), a break causes the PMT sensitivity first to drop before recovering back to a similar level as before the break for initial gains $G_0$ of 3000, 5000, and 50000 – this behaviour is different for PMT 38427 with an initial gain of $G_0 = 500$ where no full recovery is observed,
- for all PMTs the slope of the exponential function describing the ageing process is different between two periods, the half lives being increasing after each break as can be seen by the different exponentials plotted with the data. A single exponential with only one characteristic half-life seems not to be appropriate to fit the data in those cases. The lowest half-life of all exponentials plotted to the data provides a “lower limit estimation”.

Table 2: Half-lives $Q_{1/2}$ for different PMTs, initial gains $G_0$ (adjusted using the known gain-voltage-dependence of each PMT), and ranges of accumulated anode charge $Q_A$, obtained either by an exponential fit or lower limit estimation (in case the fit underestimates the half-life).

<table>
<thead>
<tr>
<th>PMT</th>
<th>$G_0$</th>
<th>$Q_{A,start}$ (C)</th>
<th>$Q_{A,end}$ (C)</th>
<th>$Q_{1/2}$ (C)</th>
</tr>
</thead>
<tbody>
<tr>
<td>37628</td>
<td>50 000</td>
<td>0</td>
<td>100</td>
<td>&gt; 65</td>
</tr>
<tr>
<td>37384</td>
<td>50 000</td>
<td>0</td>
<td>45</td>
<td>100</td>
</tr>
<tr>
<td></td>
<td>50 000</td>
<td>45</td>
<td>80</td>
<td>170</td>
</tr>
<tr>
<td>45248</td>
<td>50 000</td>
<td>0</td>
<td>45</td>
<td>167</td>
</tr>
<tr>
<td></td>
<td>10 000</td>
<td>45</td>
<td>180</td>
<td>&gt; 167</td>
</tr>
<tr>
<td>38093</td>
<td>50 000</td>
<td>0</td>
<td>30</td>
<td>64</td>
</tr>
<tr>
<td>38427</td>
<td>500</td>
<td>50</td>
<td>100</td>
<td>200</td>
</tr>
<tr>
<td>41249</td>
<td>3000</td>
<td>30</td>
<td>100</td>
<td>226</td>
</tr>
<tr>
<td>45398</td>
<td>5000</td>
<td>30</td>
<td>115</td>
<td>&gt; 80</td>
</tr>
<tr>
<td>32504</td>
<td>50 000</td>
<td>0</td>
<td>110</td>
<td>&gt; 150</td>
</tr>
</tbody>
</table>

Certain differences between different PMTs (exact influence of breaks, half-lives, etc.) and initial gains can be observed. Especially the influences of breaks on the PMT with a gain of $G = 500$, observed to not fully recover back to the “pre-break-level” after a break, is different compared to PMTs with a higher initial gain. For all tested PMTs, a sensitivity loss described by the decrease of the extracted charge ratio is observed as function of the accumulated anode charge with half-lives in the order of $\sim 60$ to $\sim 170$ C (see Tab. 2). No systematic gain dependence on the value of the half-life has been found.

As mentioned previously, the ageing study presented in this paper investigated the dependence of the gain change on the accumulated anode charge and not on other PMT characteristics like...
4. Performance of photomultipliers at increased background light and lower gain

To be able to operate PMT based experiments also at high background light conditions, i.e. to increase the duty cycle, it is desirable to adjust the PMT gain depending on the background light level such that the performance does not suffer significantly over the foreseen lifetime of the experiment. Fig. 4, showing a picture taken when one of the Auger FD cameras (in bay 1 at the Los Leones site, referred to hereinafter as Los Leones 1) was operated at a gain of $G = 3000$, i.e. at a gain of 16.6 times lower than nominal ($G_{\text{nom}} = 50\,000$), and a moon fraction of 98%, should give an impression which kind of nights the performance of the PMT can be operated at. In order to verify this and to investigate how a procedure on site could be defined, i.e. when the PMT gain/HV should be adjusted according to changing NSB conditions (e.g. twilight at beginning and end of a night), measurements with a varying background light emulating varying NSB were performed with the test stand. In the measurement shown in Fig. 5, the PMT gain was increased/decreased by a factor of 12.5 as soon as the NSB rate fell below the limit of 2 GHz corresponding to $\sigma^2 \sim 263 \text{ ADC}^2$ at nominal gain (to approximate the on-site limits). The emulated NSB level was measured with one of the photodiodes. However as shown by Fig. 5 (middle and lower panel), the NSB rate could also be estimated from signal baseline variance measurements at both, nominal and factor 12.5 lower gain. Only when the measured variances due to NSB were in the order of the electronic noise fluctuations ($\sim 4 \text{ ADC}^2$), the NSB level estimated from variance measurements deviates from the true NSB level. However, since the measured electronic noise on site is somewhat lower than the one measured in the lab ($\sim 3 \text{ ADC}^2$), a gain of $G = 4000$ can be seen as a lower limit for the lower gain setting if the condition “the NSB level should always be able to be estimated by signal baseline variance measurements” should remain.

To avoid fast ageing of the PMTs, under nominal operation the FD shutters are closed automatically in case (1) $\sigma^2 > 1000 \text{ ADC}^2$ (corresponding to $f_{\text{NSB}} > 7.6 \text{ GHz}$) in one single PMT for more than 1.5 minutes or (2) $\sigma^2 > 100 \text{ ADC}^2$ (corresponding to $f_{\text{NSB}} > 760 \text{ MHz}$) in at least 25 PMTs of the same camera for more than 1.5 minutes.

Figure 4: Photo taken during the sixth test night when the illuminated fraction of the moon was 98% at 1:00 ART local time. It shows the Moon, Jupiter and the opened shutter of one of the Auger fluorescence telescope Los Leones 1.

Figure 5: Emulation of a nightly measurement for PMT 41249 with two gain settings and altering background light conditions. The top panel shows the HV supplied to the PMT. For the higher (lower) gain period, a gain of 50 000 (4000), corresponding to 863 V (571 V), was used. The middle panel shows the signal baseline variance measured by the PMT while the continuous LED photon flux changed. The bottom panel shows the LED photon rate hitting the PMT wheel (NSB rate) (a) measured by the photodiode close to the PMT wheel (black data points) and (b) estimated from the PMT signal baseline variance measurements taking into account the PMT gain (red data points).
Measurements on site with Los Leones 1 show similar results. Fig. 6 shows the signal baseline variance (average out of 352 PMTs\(^5\)) and the calculated NSB rate using the variance measurement throughout a night in which the camera was first operated at an NSB level being 5–10 times higher and a 10 times lower gain than nominal. Towards the end of the night, we tried to increase the camera gain back to nominal several times since the NSB rate decreased. However, we decided twice to go back to the reduced gain because the variances indicated that the sky was still too bright for nominal operation. Finally, at 6:26 UTC, the sky was dark enough (due to moonset) to operate the camera at nominal gain for the rest of the night. The discontinuities in the estimated NSB rates observed at PMT gain switches are expected to be due to (1) not-instant HV change, i.e. some PMTs still in transition from lower to higher HV value, and (2) gain spread between pixels in the camera.

In addition to the signal baseline variance, the response of the PMTs to pulses was investigated to evaluate their performance in nights with different gain settings. For this purpose we used the so-called “Continuous Calibration A” (cf. [15]): interleaved measurements illuminating the camera of Los Leones 1 every 30 minutes with 10 flashes of rectangular shape and 60 µs length with a 470 nm LED while the camera being in operation, i.e. HV on, shutter open, and camera exposed to NSB. Typical traces of such calibration measurements recorded by one of the camera pixels for two different gain settings (\(G_{\text{nom}} = 5000\) and \(G = 4000\)) are shown in Fig. 7. As expected, the pulse amplitude ratio between the two gain settings is \(\sim 10\). Fig. 8 shows the relative response of the FD camera when operated at a gain lower than nominal to such calibration measurements in five consecutive nights (same nights as mentioned above). In each night, the first and last measurement were performed with closed shutter, the others were “Continuous Calibration A” measurements.

\(^5\)Only 352 PMTs are present in the camera of Los Leones 1 due to reuse of one fifth of the PMTs for other purposes within the observatory.

It can be concluded that

1. the system is sensitive to calibration pulses also at reduced gain such that the change of the system response throughout a night can be monitored and evaluated also at reduced gain, and
2. the variation of the response throughout a night is similar to what is observed at nominal gain (cf. [15]).

It is likely that the observed variations result from gain drifts due to exposure of the PMTs to the NSB [15], more in detail caused by electrical and thermal effects in the PMT and its circuitry [17]. Those effects could be transverse current on dynodes and current flow through the PMT base as well as heating of the anode causing short-term variations of its physical surface properties. To characterise the exact mechanism causing the observed variation of the PMT response, further investigation on a micro-physical level would be necessary which were not within the scope of this work. In any case, the measurement results shown in Fig. 8 stress the importance of continuous gain monitoring using interleaved calibration measurements. The study in this paper showed that those measurements are possible at both, nominal and lower gain.

Furthermore, the PMT linearity was investigated in the lab and on site. In the lab, the flasher board was used to loop through different amplitudes under the presence of continuous background light. On site, the measurement was performed with closed shutter, i.e. no background light using a Xenon flash lamp and a filter wheel with five filters with \(>2\) orders of magnitude difference in their transmission coefficients (referred to...
as “Calibration B”, cf. [15]). In both cases, the linearity was investigated at two different gain settings: at nominal and a factor 10 reduced gain. Fig. 9 shows the results. The linearity was found to be independent of the gain with a power law coefficient compatible with 1 even when the measurement was done with the PMT being exposed to continuous background light (as in case of the lab measurement).

In addition to the performance tests, 40 T3 triggers were collected during ~28 hours of data taking with Los Leones 1 operated at three different gain settings depending on the NSB conditions. Eight of the T3 trigger events could be classified as shower candidates. Two of those were detected at a gain of $G = 3000$ (factor 16.6 lower than nominal), five at a gain of $G = 5000$ (factor 10 lower), and one at nominal gain. It should be emphasised that the measurement campaign with Los Leones 1 presented in this work was undertaken first of all to prove the principle of concept and to verify lab results on site, and not (yet) to generate physical data. This is why neither a detailed energy reconstruction nor a trigger optimisation for fluorescence measurements at reduced gains were performed beforehand or at the time of the analysis. This is planed for the future within the scope of the Auger upgrade [18]. Fig. 10 shows camera images and traces for two events, one detected at $G = 5000$ and the other at nominal gain. In both cases, the signal peak is high enough to be identified and separated from baseline fluctuations.

5. Conclusion and outlook

The main limitation of the duty cycle of existing PMT based cameras results from fast PMT ageing when exposed to a high background light, e.g. high NSB level. To counteract this, the PMT gain can be reduced for periods of increased background light conditions. Therefore, a PMT test stand was designed and built to investigate the PMT performance and ageing under different operation conditions and for different gain settings. It is also usable for many other measurements of this kind in future. Nine spare PMTs of type Photonis XP3062 as used in the Auger FD cameras were characterised and tested. Full measurement cycles at increased continuous background light conditions and reduced PMT gains were emulated in lab measurements showing that lowering the gain by a factor of 10 is reasonable for the operation at increased NSB. The ageing was experimentally verified: The overall loss of sensitivity shows no dependence on the initial gain even though differences in the recovery from breaks are observed for a PMT with an initial gain of $G = 5000$, an order of magnitude lower than the gain proposed to be used for increased-NSB measurements.

Furthermore, one fluorescence telescope of the Pierre Auger Observatory was operated – for the first time – at reduced gain proving that a measurement mode with switching gain settings throughout a night according to changing NSB conditions can be implemented and still deliver scientifically valuable data. It can be anticipated that in case of the Auger FD, the duty cycle could be increased from 15% to a maximum value of 21%, or even from 19% to 29% if not including the expected reduction due to bad weather, power cuts, and malfunctions.

Although this study was done using PMTs of a specific type (Photonis XP3062) for the use in cameras detecting atmospheric fluorescence light from EASs, the results of this study are transferable to other experiments with cameras exposed to continuous background light being equipped with PMTs of similar types such as used in imaging atmospheric Cherenkov telescope cameras.

Acknowledgements

We gratefully acknowledge the support by the Pierre Auger Observatory providing us with spare PMTs for testing and giving us the opportunity to perform on-site measurements. Furthermore, we thank Michael Unger for providing us with results from Monte-Carlo simulation.

References

References


Figure 9: Response of (a) one Auger FD PMT in the lab and (b) the whole Auger FD camera of the telescope Los Leones 1 (adapted from [15]) to light flashes of different amplitudes as function of the relative light intensity for two different gain settings ($G_{\text{nom}} = 50000$ and $G = 5000$). Each data point in (a) represents the mean out of $\sim 20$ measurements using the flasher unit at different amplitudes for each gain during three consecutive emulated night shifts (such as shown in Fig. 5). The data points in (b) represent the camera mean response (352 pixels) for one measurement using a Xenon flash lamp installed in the telescope (with different pulse shape than the flasher unit pulses) in combination with filters of different transmission coefficients. While in (a) the PMT was exposed to a continuous background light during the dynamic range measurement, the measurement in (b) was executed with closed shutter, thus without background light.


Figure 10: Upper panels (a and b) show the camera image of a triggered EAS-like event, (a) at $G=5000$ and (b) at nominal gain. The colour scale indicates the peak time in the individual pixels to illustrate the time gradient within the camera. Lower panels (c and d) show the traces of the upper events in two selected pixels (similar colour as with black dots marked pixels in upper panels).