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ABSTRACT: With the ongoing global pandemic of coronavirus disease 2019 (COVID-19), there is an increasing 

quest for more accessible, easy-to-use, rapid, inexpensive, and high accuracy diagnostic tools. Traditional disease 

diagnostic methods such as qRT-PCR (quantitative reverse transcription-PCR) and ELISA (enzyme-linked 

immunosorbent assay) require multiple steps, trained technicians, and long turnaround time that may worsen the 

disease surveillance and pandemic control. In sight of this situation, a rapid, one-step, easy-to-use, and high 

accuracy diagnostic platform will be valuable for future epidemic control especially for regions with scarce 

medical resources. Herein, we report a magnetic particle spectroscopy (MPS) platform for detection of SARS-

CoV-2 biomarkers: spike and nucleocapsid proteins. This technique monitors the dynamic magnetic responses of 

magnetic nanoparticles (MNPs) and uses their higher harmonics as a measure of the nanoparticlesô binding states. 

By anchoring polyclonal antibodies (pAbs) onto MNP surfaces, these nanoparticles function as nanoprobes to 

specifically bind to target analytes (SARS-CoV-2 spike and nucleocapsid proteins in this work) and form 

nanoparticle clusters. This binding event causes detectable changes in higher harmonics and allows for 

quantitative and qualitative detection of target analytes in liquid phase. We have achieved detection limits of 1.56 

nM (equivalent to 125 fmole) and 12.5 nM (equivalent to 1 pmole) for detecting SARS-CoV-2 spike and 

nucleocapsid proteins, respectively. This MPS platform combined with one-step, wash-free, nanoparticle 

clustering-based assay method is intrinsically versatile and allows for the detection of a variety of other disease 

biomarkers by simply changing the surface functional groups on MNPs. 
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1. INTRODUCTION  

Severe acute respiratory syndrome coronavirus 2 (SARS-CoV-2), a novel human corona virus is the causative 

agent of ongoing coronavirus disease 2019 (COVID-19) pandemic. It was first identified in patients with acute 

respiratory illness in Wuhan, China in December 2019 and soon after became a public health emergency of 

international concern.1 Since its emergence, SARS-CoV-2 infected 167 million people worldwide and caused 

3.48 million deaths (as of May 25th, 2021). The clinical presentation of SARS-CoV-2 infection ranges from 

asymptomatic or mild flu-like symptoms to fatal pneumonia and acute respiratory illness.2 The SARS-CoV-2 

belongs to the genus betacoronavirus of the family Coronaviridae. They are enveloped, single-stranded, positive 

sense RNA viruses with a genome size of approximately 29.9 kb.3ï5 The SARS-CoV-2 is about 60-140 nm in 

diameter and consists of four structural proteins and sixteen non-structural proteins.6 The structural proteins such 

as spike (S), membrane (M), and envelope (E) are associated with viral envelope and nucleocapsid (N) protein 

forms the capsid outside genomic RNA. 

Early diagnosis is critical for clinical management of patients and controlling the spread of COVID-19 by 

isolating infected patients. Several nucleic acid detection tests targeting N, E, S or RNA-dependent RNA 

polymerase (RdRp) genes of the virus are commercially available for the diagnosis of COVID-19.7ï9 Viral RNA 

detection by quantitative reverse transcription polymerase chain reaction (RT-qPCR) is currently the gold 

standard test for SARS-CoV-2 infection.10,11 Although this nucleic acid amplification test is highly sensitive with 

the limit of detection as low as 1 RNA copy/µL, RT-PCR needs expensive laboratory instrument, skilled 

technicians, and days to get the result. Therefore, there is an urgent need for a simple, rapid, sensitive, and accurate 

point-of-care (POC) diagnostic platform that can detect SARS-CoV-2 directly from clinical samples. Antigen 

detection test can directly detect SARS-CoV-2 in respiratory specimens by detecting virus specific antigens.12ï14 

However, some of the commercially available antigen detection tests have very low sensitivity.15 

Magnetic particle spectroscopy (MPS) is one of the most promising candidates for rapid, inexpensive, and high 

accuracy bioassays.16ï22 It is a homogeneous biosensing tool that monitors the dynamic magnetic responses of 

magnetic nanoparticles (MNPs) in liquid phase.23ï26 By applying AC magnetic fields to MNPs, the magnetic 

moments of MNPs follow the time-varying external field directions through a combined Néel and Brownian 

relaxation mechanism.16,18,27ï29 The dominant relaxation of these two processes is dependent on the magnetic core 

sizes of MNPs (assuming unconstrained MNPs in liquid without surface binding of any chemical substances).30ï

32 The Brownian relaxation process is dominant for single-core iron oxide MNPs with core sizes above 20 nm 

(this critical size may vary for different magnetic materials of different magnetic properties).33ï37 This relaxation 

process reflects the degree of freedom of physical rotational motion of MNPs. Conjugation of any chemical 
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substances including protein molecules, aptamers, and other non-magnetic materials onto MNPs can hinder or 

even block this Brownian relaxation.23,27,38ï45 As a result, this binding event causes a phase lag between magnetic 

moments and external AC fields (except at very low frequencies) and thus, weaker dynamic magnetic responses 

are observed from clustered MNPs. By exploiting this unique property of Brownian relaxation-dominant MNPs, 

researchers have applied it along with MPS platform for the detection of H1N1 virus39, thrombin38, staphylococcal 

toxins20, SARS-CoV-223,46, botulinum neurotoxins A, B, and E21, etc. Compared to the traditional optical, 

mechanical, and electrochemical sensing techniques, this magnetic sensing technique is immune to the 

background noise from biological samples that may interfere with the signal reading since most biological 

substrates are non-magnetic (or paramagnetic) and MNPs are the only sources of magnetic signal. 

Our group has successfully built up both benchtop and portable MPS systems for one-step, wash-free 

bioassays.22,39 In this paper, we have modified the MPS system to include a one-stage lock-in scheme for the 

advantages of down sampling and phase sensitive rejection of noise. Herein, we report a one-step, wash-free, 

nanoparticle clustering-based MPS bioassay method for the detection of SARS-CoV-2 spike and nucleocapsid 

proteins in liquid phase using this one-stage lock-in MPS system. By surface conjugating polyclonal antibodies 

(pAbs) to MNPs, each MNP will be able to specifically bind to targe protein molecules. On the other hand, each 

protein molecule has multiple epitopes that allows the specific bindings of pAbs. Thus, the pAbs anchored to 

MNP surfaces and the nature of different epitopes from each protein molecule allows us to amplify the binding 

events caused dynamic magnetic responses change. We demonstrate that this nanoparticle clustering-based 

detection method can detect target analytes by monitoring the dynamic magnetic responses of MNPs. 

 

2. MATERIALS AND METHODS 

2.1. Materials. The SARS-CoV-2 recombinant nucleocapsid protein (His tag, consists of 430 amino acids and 

predicts a molecular mass of 47.08 kDa, Cat: 40588-V08B), the recombinant spike protein (RBD, His tag, consists 

of 234 amino acids with a molecular mass of 26.54 kDa, Cat: 40592-V08H), the nucleocapsid antibody 

(polyclonal rabbit IgG, Cat: 40588-T62), and the spike RBD antibody (polyclonal rabbit IgG, Cat: 40592-T62) 

are purchased from Sino Biological Inc. The IPG30 MNPs are 30 nm iron oxide nanoparticles functionalized with 

protein G, with weight concentration of 1.7 mg/mL and particle concentration of 57.8 nM, provided by Ocean 

NanoTech. The phosphate-buffered saline (PBS, Cat: 79378) is purchased from Sigma-Aldrich Inc. 

    2.2. Magnetic Property Characterization. 10 ɛL IPG30 MNP suspensions are pipetted onto a filter paper and 

air-dried. Then the static magnetic hysteresis loops are collected on a Physical Properties Measurement System 

(PPMS, Quantum Design Inc.), to obtain the magnetic properties of these nanoparticles such as the saturation (Ms) 

and coercivity (Hc). The static magnetic hysteresis loops of IPG30 MNPs are measured under external fields of -

5000 ï 5000 Oe and -500 ï 500 Oe, and the magnetic properties are analyzed in the Supporting Information S1. 
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2.3. One-stage Lock-in Magnetic Particle Spectroscopy (MPS) System. The MPS platform used in this work 

utilizes frequency mixing approach where the excitation magnetic field consists of a low-frequency (fL) 

component and a high-frequency (fH) component.17,19ï22,26,39,43 A low frequency field having 50 Hz frequency, 

250 Oe amplitude and a high-frequency field having 5000 Hz frequency, 25 Oe amplitude were used for the 

magnetic excitation of the MNPs. In this work, the MPS system is modified with the addition of a one-stage lock-

in implementation to improve the detection sensitivity of the system. Figure 1(a) shows the schematic 

representation of the sensing scheme used for decoding the MNP response signal in the one-stage lock-in MPS 

system. The signal from pick-up coils is amplified using high-precision instrumentation amplifier, INA828 from 

Texas Instruments. Figures 1(b) & (c) show the time-domain and frequency-domain representations of the MNP 

signal at this stage. The amplified signal is then processed by a one-stage lock-in implementation consisting of a 

synchronous demodulator followed by band-pass filtering. AD630 from Analog Devices is used for the 

synchronous demodulator application. Figures 1(d) & (e) depict the corresponding time-domain and frequency-

domain presentations of MNP signal after the lock-in implementation stage. This one-stage lock-in MPS system 

helps remove the feedthrough signals corresponding to the excitation magnetic field frequencies and only records 

the dynamic magnetic responses of MNPs, hence improving the sensitivity. The filtered signal is sampled at 100 

KSPS sampling rate and communicated to a laptop for postprocessing and data analysis. Each MPS reading for a 

vial contains 170,000 samples which are collected over a period of roughly 2 seconds. If multiple readings are 

required from a sample, we use a cooldown time of 3 minutes between the readings to ensure neither the coils nor 

the analog driving circuitry heats up too much.  



 5 

 

Figure 1. (a) Schematic diagram of the MPS system with a one-stage lock-in implementation. (b) is the time-

domain voltage signal collected from pick-up coils after INA amplification stage and (d) shows the voltage signal 

post lock-in implementation. (c) and (e) are the MPS spectra from (b) and (d) after discrete Fourier transform 

(DFT), respectively.  

 

    2.4. MPS-based Bioassay Method. The MPS-based bioassays for detection of target analytes in liquid phase 

allows for one-step, wash-free assays that can be handled by a layperson without much technical training 

requirements. This method relies on the intentional interference on the Brownian relaxation of MNPs in liquid. 

When subjected to external AC magnetic fields (excitation fields), the magnetic moments of MNPs try to re-align 

to external field directions though the Brownian relaxation. This process will be hindered if MNPs are surface 

bound with polymers, protein molecules (such as antibody, antigen), aptamers, etc.18,23,26,38, fixed on a 

surface/substrate20,21,46,47, or form nanoparticle clusters26,38,39. Figure 2(b) shows a schematic view that by surface 

coating an increased number of antibodies, the dynamic magnetic responses of MNPs (in the form of MPS spectra, 

i.e., the amplitudes of higher harmonics) become weaker. In the presence of target analytes, the antibody 

functionalized MNPs bind to these analytes and form nanoparticle clusters. As a result, this nanoparticle clustering 

events further weaken the dynamic magnetic response and thus, lowering the harmonic amplitudes, as shown in 

Figure 2(c). On the other hand, if less target analytes are present, then less nanoparticle clusters are formed and 

as a result, the dynamic magnetic responses of MNPs yield stronger harmonics (Figure 2(d)). 
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2.5. Experimental and Control Groups. We firstly evaluated the detection limit of our one-stage lock-in MPS 

system for the detection of IPG30 MNPs. Samples containing a varying concentration/amount of IPG30 MNPs 

are prepared by two-fold dilutions as shown in Table S1 from Supporting Information S2. Three independent 

MPS readings are taken from each sample and the amplitudes of higher harmonics are summarized in Figure S2 

from Supporting Information S2. Results show that the developed one-stage lock-in topology-based MPS system 

can detect as low as 266 ng (equal to 9 fmole) of IPG30 MNPs, which equals to 512-fold dilutions of the original 

concentration. Compared with our previous work, this modified MPS system has higher detection 

sensitivity.22,26,39 Thus, for the bioassays in this work, we used diluted IPG30 MNPs with final particle 

concentration of 3.06 nM and weight concentration of 90 ɛg/mL. This feasibility attempt allows us to explore 

inexpensive bioassays on our MPS platform for future high-volume tests at the usersô ends as well as in regions 

with scarce medical resources. Furthermore, it is reported that for MPS-based homogeneous bioassays, lower 

MNP concentrations could improve the detection sensitivities of biomolecules.24,48 

The design of one-step, wash-free, nanoparticle clustering-based MPS bioassays is highly relied on the surface 

functionalization of polyclonal antibodies (pAbs) on MNPs. It has been reported in our previous work that the 

pAbs functionalized on MNPs can trigger the cross-linking between MNPs and target analytes thus, forming MNP 

clusters.39 In this work, the SARS-CoV-2 spike and nucleocapsid proteins have multiple epitopes that can be 

recognized by their corresponding pAbs. As a result, each protein molecule (i.e., spike and nucleocapsid) can 

bind to multiple pAbs from multiple MNPs. On the other hand, each MNP functionalized with multiple pAbs can 

bind to multiple protein molecules. A schematic example is given in Figure 2(c).  
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Figure 2. (a) Schematic view of samples prepared for one-step, wash-free, nanoparticle clustering-based MPS 

bioassays. For spike and nucleocapsid protein tests, four groups of samples are prepared by varying the amount 

of pAbs functionalized on MNPs. Group I: MNP:pAb=1:4, Group II: MNP:pAb=1:3, Group III: MNP:pAb=1:2, 

and Group IV: MNP:PAb=1:1. Vial #9 is a negative control sample with bare MNPs (no pAbs functionalized). 

Spike and nucleocapsid proteins are prepared at varying concentrations from 400 nM to 0 nM. (b) compares the 

MPS spectral intensities of MNPs functionalized with different numbers of pAbs. (c) and (d) compare the MPS 

spectral intensities of surface functionalized MNPs in the presence of (c) high and (d) low concentrations/amounts 

of the target analytes. 

 

As shown in Figure 2(a), four experiment groups are designed by varying the number of pAby functionalized 

on MNPs: 1) Group I, MNP:pAb=1:4 (i.e., in average, there are 4 pAbs functionalized on each MNP), 2) Group 

II, MNP:pAb=1:3, 3) Group III, MNP:pAb=1:2, and 4) Group IV, MNP:pAb=1:1. Each group consists of 8 

surface functionalized IPG30 MNP samples added with varying concentration/amount of spike or nucleocapsid 

proteins, as listed in Table 1. For the SARS-CoV-2 spike protein tests, we prepared 4 groups of samples along 

with one negative control sample (vial #9) that contains bare IPG30 MNP without pAb coating (labeled as óbare 

MNPô in this work). In each group, the vials #X-8 (X=I, II, III, and IV) serve as the negative control that contain 
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MNPs functionalized with varying amount of pAbs while 0 nM of protein (we replaced the protein with PBS 

buffer) is added. Thus, a total of 33 samples for SARS-CoV-2 spike protein and 33 samples for nucleocapsid 

protein tests are prepared, respectively. 

As shown in Figure 2(a), the diluted IPG30 MNPs (particle concentration of 3.06 nM) are incubated with spike 

or nucleocapsid pAbs for 12 hours at 4 °C on incubating shaker. This step allows the Fc part of IgG pAbs to bind 

to protein G from IPG30 MNP surfaces. Then 80 ɛL of pAb functionalized MNPs is mixed with 80 ɛL of spike 

or nucleocapsid proteins and incubated at room temperature for 1 hour with continuous shaking. After this point, 

the specific binding between pAbs and target protein molecules reaches to an equilibrium state, sample vials are 

then stored at 4 °C before MPS tests. It should be noted that the 1-hour incubation time of pAb functionalized 

MNPs with protein biomarkers is not optimized. To ensure the antibody-antigen binding to fully saturate, we set 

an incubation time of 1 hour. Further works should be carried out to reduce the incubation time by means of 

changing incubation conditions (such as temperature49,50, pressure51, flow rate52, etc) or choosing higher binding 

affinity pAbs53. 

 

Table 1. Experimental and Control Group Designs for MPS-based SARS-CoV-2 Spike (S) and Nucleocapsid 

(N) Protein Tests. 

Sample Index 
IPG30 MNP 

Amount/Vial  

S/N PAb 

Amount/Vial  
MNP:pAb S/N Protein Amount/Vial1 

Group I 

Vial 1-8 
226 fmole 904 fmole 1:4 

#X-1: 400 nM (32 pmole)2 

#X-2: 100 nM (8 pmole) 

#X-3: 25 nM (2 pmole) 

#X-4: 12.5 nM (1 pmole) 

#X-5: 6.25 nM (500 fmole) 

#X-6: 3.13 nM (250 fmole) 

#X-7: 1.56 nM (125 fmole) 

#X-8: 0 nM (0 fmole) 

Group II 

Vial #1-8 
226 fmole 678 fmole 1:3 

Group III 

Vial #1-8 
226 fmole 452 fmole 1:2 

Group IV 

Vial #1-8 
226 fmole 226 fmole 1:1 

Vial #9 226 fmole 0 fmole NA #9: 400 nM (32 pmole) 

1 S and N stand for SARS-CoV-2 spike (S) and nucleocapsid (N) proteins, respectively.  

2 X=I, II, III, and IV. There are four groups of samples prepared for S and N protein tests, respectively. 

 

3. RESULTS AND DISCUSSIONS 

    3.1 Time- and Frequency-Domain Signals Recorded by One-stage Lock-in MPS System. The real-time 

voltage signals of blank sample (no IPG30 MNPs loaded, i.e., noise floor), bare MNPs (vial #9, IPG30 MNPs 
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without surface functionalization), vial #IV-8 (MNP:pAb=1:1), and vial #I-8 (MNP:pAb=1:4) as recorded from 

pick-up coils are plotted in Figure 3(a). The background signal from blank sample is a relatively smooth sinusoidal 

waveform while all samples with MNPs loaded show visible spikes. These spikes are caused by the dynamic 

magnetic responses of MNPs in liquid phase under external AC magnetic fields (excitation fields) as explained 

in Section 2.4. The bare MNPs cause relatively stronger spikes (red curve) than the MNPs functionalized with 

one pAb each (blue curve, MNP:pAb=1:1, vial #IV-8), and the MNPs functionalized with four pAbs each 

(magenta curve, MNP:pAb=1:4, vial #I-8) show the weakest spikes. A zoomed in view of these spikes is presented 

in Figure 3(b) and the amplitudes of these pikes are marked in dashed lines. The frequency domain MPS spectra 

are calculated by carrying out discrete Fourier transform (DFT) on the time domain voltage signal. As shown in 

Figure 3(c), the bare MNP sample shows highest harmonic amplitudes, followed by MNP:pAb=1:1 (vial #IV-8) 

and MNP:pAb=1:4 (vial #I-8), and the blank samples showing the weakest and negligible harmonics. The results 

confirm that conjugating pAbs on MNP surfaces does hinder the physical rotational motion of MNPs and causes 

weaker harmonics. In addition, based on the extent of harmonic signal drop (compared with bare MNP sample) 

from MNP:pAb=1:1 and MNP:pAb=1:4, we can confirm that the pAbs are successfully functionalized onto MNPs. 

The functionalization of different amount of pAbs on MNPs is further confirmed by the hydrodynamic sizes (see 

Supporting Information S3). In addition, the colloidal stability of MNPs after coating pAbs is confirmed by zeta 

potential results as summarized in Supporting Information S3. 
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Figure 3. (a) Comparison of the time-domain voltage signal from blank sample (floor signal), bare MNP, MNPs 

each coated with one pAb, and MNPs each coated with four pAbs. (b) is the zoom in view of how the presence 

of MNP as well as the surface functionalization of pAbs affect the real-time voltage signal. (c) is the corresponding 

MPS spectra from (a). Higher harmonics such as the 3rd, the 5th, the 7th, the 9th, the 11th harmonics are labeled in 

(c). Dotted lines have been added to help guide the view to compare the relative intensities of harmonics between 

the four sets of data. 

 

3.2. Concentration-Response Profiles of SARS-CoV-2 Spike Protein. Six independent MPS readings are 

taken from each of the 33 samples and the 3rd harmonics from 32 samples (Group I ï IV) are summarized in 

Figure 4(a ï d). Two-sample t-test is applied to compare the differences between two sets of harmonic data 

collected from different samples.  

For the scenario of coating four pAbs onto each MNP (Group I, MNP:pAb=1:4, Figure 4(a)), adding 400 nM 

(equivalent to 32 pmole) of spike protein to vial #I-1causes the 3rd harmonic to be significantly lower (p<0.001) 

than the 3rd harmonics from other vials in Group I. This weaker harmonic signal is due to the abundancy of target 

spike protein molecules from the sample that causes the nanoparticle clustering, as explained in Section 2.4 and 

Figure 2(c) & (d). However, vials #I-2 to #I-8 show no significant differences. 

In Group II (MNP:pAb=1:3, Figure 4(b)), vials #II-1 to #II-4 show similar harmonic amplitudes and are 

significantly lower than other vials from the same group. Which indicates that in this scenario (MNP:pAb=1:3), 

adding 32 pmole (400 nM), 8 pmole (100 nM), 2 pmole (25 nM), and 1 pmole (12.5 nM) SARS-CoV-2 spike 

protein can completely block the Brownian relaxation of MNPs and cause the lowest achievable MPS spectra (or 

weakest dynamic magnetic responses). By reducing the number of spike protein in vials #II-5 to #II-8, the 3rd 

harmonic amplitudes gradually increase due to less amount of target spike protein molecule present in the sample 

that can cause the nanoparticle clustering. From Group II, a clear linear concentration-response curve is observed 

from vials #II-4 to #II-8. Indicating that this bioassay design could be used for quantitative assays of spike protein 

samples within a concentration range of 0 ï 12.5 nM (corresponding to spike protein amount of 0 ï 1 pmole) and 

qualitative assays of spike protein samples with concentrations above 12.5 nM. 

On the other hand, by functionalizing two pAbs (Group III, MNP:pAb=1:2, Figure 4(c)) and one pAb (Group 

IV, MNP:pAb=1:1, Figure 4(d)) per MNP, no significant response curves are observed. Although there is a clear 

trend showing that the harmonic signal amplitude decreases as we add a higher number of spike protein molecules. 

    Figure 4(e) compares the 3rd harmonic amplitudes from vials #X-1 (X=I, II, III, and IV), bare MNP (vial #9), 

and blank (no IPG30 MNP, i.e., noise floor). All the vials added with IPG30 MNPs show significantly higher 

harmonic signal intensities than the blank sample. Of which the bare MNP (vial #9) sample shows the highest 

harmonic signal since no pAbs are functionalized and the Brownian relaxation of MNPs is not hindered even by 

adding 400 nM (32 pmole) spike protein to it. Which confirms that MNPs without pAb functionalization will not 
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form clusters in the presence of target analytes. In addition, the 3rd harmonics from vials #X-3, #X-5, #X-7, and 

#X-8 (X=I, II, III, and IV) are compared in Figure 4(f ï i), respectively. A clear trend is observed that by adding 

the same amount of spike protein molecules, MNPs that functionalized with more pAbs show lower harmonic 

signal. Figure 4(i) proves the schematic drawing in Figure 2(b) that functionalizing more pAbs per MNP will 

cause weaker dynamic magnetic responses and lower harmonic signals. Which also confirms that the pAbs have 

been successfully functionalized onto IPG30 MNPs. 

 

Figure 4. Concentration-response profiles of SARS-CoV-2 spike protein. (a) ï (d) are the box plots of the 3rd 

harmonic amplitudes from vials #X-1 to #X-8, where X=I, II, III, and IV, respectively. The highlighted green 

areas are the monotonic concentration-response regions, and the highlighted blue areas are the vials #X-8, namely, 

control samples without the addition of target analytes. The middle horizontal line represents the averaged 

harmonic amplitude from 6 independent MPS readings, the top and bottom horizontal lines represent standard 
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errors, and the asterisks represent highest and lowest harmonic amplitudes recorded among 6 independent 

readings. (e) ï (i) compare the 3rd harmonic amplitudes from vials #X-1, #X-3, #X-5, #X-7, and #X-8, respectively. 

*** p < 0.001; ** p < 0.01; * p <0.05. 

 

From the concentration-response profiles of SARS-CoV-2 spike protein, it is concluded that functionalizing 

three pAbs per MNP (Group II, MNP:pAb=1:3, Figure 4(b)) gives us the best linear response curve with a 

detection limit of 1.56 nM (equivalent to 125 fmole of spike protein molecules).  

In Figure 5, we have summarized the ratios of higher harmonics (from the 5th to the 15th harmonics) to the 3rd 

harmonics collected from each sample. For Groups I, III, and IV (Figure 5(a), (c), and (d)), the harmonic ratio 

curves of vials #X-1 to #X-8 (X=I, III, and IV) are tightly distributed with very narrow gaps or even overlapping. 

While the harmonic ratio curves from Group II vials #II-1 to #II-8 are sparsely distributed. The significant 

differences in harmonic ratio curves from vials added with different concentration/amount of spike protein 

molecules allow us to analyze and collect meaningful concentration-response profiles as shown in Figure 4(b).  

The harmonic amplitude decreases as the harmonic index increases, namely, the harmonic amplitudes A3 > 

A5 > A7 > A9 > A11 > A13 > A15, where A represents amplitude (A). It is observed that functionalizing different 

amount of pAbs per MNP also changes the decay rate of higher harmonics (with harmonic index), as reflected in 

the MPS spectra from Figure 3(c). The yellow double arrows in Figure 5(a ï d) mark the decay rates from the 5th 

to the 3rd harmonics across groups I to IV. In average, the R53 (harmonic amplitude ratio of A5 over the A3) from 

Groups I ï IV are 0.91, 0.85, 0.73, and 0.72, respectively. And the R73 (harmonic amplitude ratio of the A7 over 

the A3) from Groups I ï IV are 0.65, 0.61, 0.52, and 0.51, respectively. Thus, conjugating more pAbs on each 

MNP will make the higher harmonics decay slower. 
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Figure 5. Ratios of higher harmonics to the 3rd harmonics recorded from Groups (a) I, (b) II, (c) III, and (d) IV. 

Yellow double arrows mark the decay rate from the 5th to the 3rd harmonics across groups I to IV. 

 

Besides comparing each sampleôs higher harmonic amplitudes (A5 ï A15) to its own 3rd harmonic (A3). We 

further compared the samplesô higher harmonics from Group I ï IV with the bare MNP sample (vial #9, IPG30 

MNP without any surface functionalization). As shown in Supporting Information S4, the 3rd, 5th, 7th, 9th, 11th, 

13th, and 15th harmonics of each sample is compared with the corresponding harmonics from bare MNP sample 

(vial #9) and the grayscale heatmaps of harmonic signal drop (defined as Ў ρππϷ, where Ὥ is the 

harmonic index, the subscripts are sample indexes, X=I, II, III, and IV, Ὦ=1, 2, 3, é, 8) are plotted. Figure 6(a) 

compares the 3rd harmonic of each sample with the bare MNP sample (vial #9). In each row of Figure 6(a), by 

adding the same amount of spike protein molecules, the 3rd harmonic signal drop Ў decreases from I to IV, which 

agrees with the results in Figure 4(e ï i). Thus, ideally, the color becomes darker from left column to right column 

in each grayscale heatmap (as schemed in Figure 6(b)). In each column of Figure 6(a), with IPG30 MNPs surface 

functionalized with an identical number of pAbs, adding more spike protein causes larger harmonic signal drop. 

Ideally, the color becomes darker from the bottom row (vials #X-1, X=I, II, III, and IV) to the top row (vials #X-

8, X=I, II, III, and IV). Again, this ideal trend is schemed in Figure 6(b). 
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Figure 6. (a) Grayscale heatmaps of the 3rd harmonic signal drop Ў (in %) compared to bare MNPs for SARS-

CoV-2 spike proteins. A total of 32 samples in Group I ï IV are compared with the 3rd harmonic from bare MNPs 

(vial #9). (a1 ï  a4) are the harmonic signal drop, Ў, plotted as a function of spike protein amount/concentration 

for groups I ï IV, respectively. (b) is the grayscale heatmap showing the ideal color trend regarding different 

amount of pAbs functionalized on MNPs as well as different scenarios of extra and insufficient target analytes 

(i.e., SARS-CoV-2 spike protein). 

 

There are two variables in plotting the grayscale heatmaps of higher harmonic signal drop Ў: 1) the number of 

pAbs functionalized on each MNP (Group I ï IV with MNP:pAb=1:4, 1:3, 1:2, and 1:1) and 2) the 

concentration/amount of spike protein added to each sample (i.e., vials #X-1 to #X-8, X=I, II, III, and IV). These 

two variables jointly cause the harmonic signal drop Ў increases from upper right corner to bottom left corner in 

diagonal. The 3rd harmonics give highest signal to noise ratio (SNR), and we can clearly see this trend from Figure 

6(a). Figure 6(a1 ï a4) plots the 3rd harmonic signal drop Ў curves for samples from Groups I ï IV, where Group 

II shows the best monotonic concentration-response curve. Figure 6(b) schematically draws the scenarios where 

extra and insufficient target analytes (i.e., spike protein) are added. As a result, the number of target analytes 

directly affects the degree of nanoparticle clustering as well as the dynamic magnetic responses. 

 

3.3. Concentration-Response Profiles of SARS-CoV-2 Nucleocapsid Protein. A total of 33 SARS-CoV-2 

nucleocapsid samples are prepared in the same manner as the spike protein samples aforementioned. Six 

independent MPS readings are taken from each sample and the 3rd harmonics are plotted in Figure 7(a ï d). Group 

I (MNP:pAb=1:4) shows remarkable monotonic concentration-response curve where the 3rd harmonics 

monotonically increase from vial #I-1 to vial #I-6, with nucleocapsid protein decreases from 400 nM (32 pmole) 

to 3.13 nM (500 fmole). Similar trends are also observed from Group II (MNP:pAb=1:3, Figure 7(b)) and Group 

III (MNP:pAb=1:2, Figure 7(c)) while both are less significant than Group I. The detection limit of SARS-CoV-

2 nucleocapsid protein on our MPS system is 12.5 nM (equivalent to 1 pmole) based on the response curves from 

Group I. 
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We also observed that when functionalizing one pAb per MNP (Group IV), no remarkable response curves are 

observed from either spike or nucleocapsid proteins (Figure 4(d) and Figure 7(d)). For Group IV (MNP:pAb=1:1) 

in spike protein tests, vials #IV-1 to #IV-4 are significantly different (p < 0.001) from vials #IV-5 to #IV-8 but, 

no significant differences are observed within vials #IV-1 to #IV-4 or vials #IV-5 to #IV-8, as shown in Figure 

4(d). Similar results are observed from Group IV (MNP:pAb=1:1) in nucleocapsid protein tests, vials #IV-1 to 

#IV-5 are significantly different (p < 0.001) from vials #IV-6 to #IV-8. Thus, for the detection of spike and 

nucleocapsid proteins, itôs not practical to functionalize one pAb per MNP. The grayscale heatmaps of harmonic 

signal drop Ў from nucleocapsid samples are also provided in Supporting Information S5. The ratios of higher 

harmonics to the 3rd harmonics recorded from Groups I to IV for nucleocapsid protein can be found from 

Supporting Information S6. 

 

Figure 7. Concentration-response profiles of SARS-CoV-2 nucleocapsid protein. (a) ï (d) are the box plots of the 

3rd harmonic amplitudes from vials #X-1 to #X-8, where X=I, II, III, and IV, respectively. The highlighted green 

areas are the monotonic concentration-response regions, and the highlighted blue areas are the vials #X-8, namely, 

control samples without the addition of target analytes. Middle horizontal lines represent average signal, top and 

bottom horizontal lines represent standard errors. *** p < 0.001; ** p < 0.01; * p <0.05. 

 

4. CONCLUSIONS 

Herein, we have successfully applied a one-stage lock-in MPS system for the detection of SARS-CoV-2 spike 

and nucleocapsid proteins directly in liquid phase. This one-step, wash-free detection method allows a layperson 

to carry out the tests without much technical training requirements. By conjugating pAbs to MNPs, it increases 

the chances of MNP binding events to target protein molecules (i.e., spike and nucleocapsid proteins in this work). 


